COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Nationally Accredited Laboratory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 11
SERIAL NUMBER: 010601
CERTIFICATION DATE: October 23, 2014
DATE RECERTIFICATION DUE: April 21, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 £ 0.004 g/210 L 0.150 £ 0.007 g/210 L
0.080 + 0.004 g/210 L 0.250 £ 0.007 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

g
74

/ ) Sarah E. Dersch
Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The foregoing was acknowledged before me this Qgﬂga}f of
by Sarah E. Dersch

VA;Q/LOL/ L. ,B(

Ciera N. Boxley, Notary Public

Ciera N. Boxley
Notary Public - 1D 7364173
-y Commonwealth of VA
2010

My commission expires:August 31, 2018 iy Gom. Exps (4 31l
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M/
Department of Forensic Science

Breath Alcohol Section ?\.«51/

Instrument Maintenance History
10/23/2013 To 10/23/2014

Instrument Serial Number: 010601 As 0f 23-Oct-14

Maintenance Certification Technician
Date Date Initials Remarks
23-Oct-14 23-Oct-14  DBH (21250) CERTIFIED.
13-May-14 13-May-14 MMB (26417) CERTIFIED.

15-Nov-13 15-Nov-13  DBH (21250) FIRMWARE/SOFTWARE UPGRADE. CALIBRATED AND
CERTIFIED. REPLACED DRY GAS STANDARD.
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INTOX EC/IR |l

o

Gl

Quality Assurance Worksheet

Instrument Serial Number

Location

Worksheet Start Date

Address

DFS Technician

¥ Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG)

Reference Barometer(RB)Serial #

Measurement Assurance Check

License No.

I™ On-Site

I~

Reference Barometer (mm HG)

RB Calibration Due

Standard (sea level) PA Target maximum Sample 1 0.298
0.300 0.297 0.305 Sample 2 0.298
Precision sample min sample max Sample 3 0.298

0 0.298
Standard {sea level) PA Target maximum Sample 1 0.100
0.100 0.099 0.102 Sample 2 0.100
Precision sample min  sample max Sample 3 0.100

0 0.100

Dry gas standard Lot No. (with tank no.)

I Replaced dry gas standard (+O-ring)
I~ Installed at Location

™ Remowed to DFS-Central

Notes:

Supplies

Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:

Intox EC/IR || QA Worksheet

issued by Calibration and Training Program Manager

Issue Date: 9-December-2013

DFS Document 250-F113
Revision 7
Page 1 of 2



Instrument Serial Number Certification Date

¥ Certified

[ Calibrated

I¥ Instrument Test
(Successful completion denotes satisfactory condition of the item.)

¥ Measurement Assurance Check

I Troubleshooting/Maintenance Worksheet Completed

Standard (sea level) PA Target minimum maximum

0.250 0.247 0.239 0.254

Precision sample min sample max

0.001 0.247 0.248
Standard (sea level) PA Target minimum maximum

0.150 0.148 0.143 0.152

Precision sample min sample max

0 0.149 0.149
Standard (sea level) PA Target minimum maximum

0.080 0.079 0.076 0.082

Precision sample min sample max

o 0.079 0.079
Standard (sea level) PA Target minimum maximum

0.020 0.020 0.017 0.023

Precision sample min sample max

0 0.019 0.019

Sample 1 0.248
Sample 2 0.247
Sample 3 0.247
Sample 1 0.149
Sample 2 0.149
Sample 3 0.148
Sample 1 0.079
Sample 2 0.079
Sample 3 0.079
Sample 1 0.019
Sample 2 0.019
Sample 3 0.019

All measurements are in g/210L

Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician

Dol el

Issuing Analyst

1o/ 23/1y

lo[23)y

Intox EC/IR 1l QA Worksheet

Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013
o2

! ]

DFS Document 250-F113

Revision 7
Page 2 of 2



W
PRGOE We/iK-11: Ge¥titigation M
Department or forensic Science

Yiai WNumber: 0ivedi Test Number: 715
E Test Time: 1disd EOT

nitials: OHH
et g, g4

LEY das .
Lot NumbeI: J/ifiJgssuiig-uld BEp LDate: UdbsUlsZuss
Tank Pressure: 545 psi Harometric ¥ressure: /52 mmAg
System Check: Passed

Test g/ 21Ul Time
IR Fass luU: o4
Bl u.uuu LU 95
UHR .44y Luise
BLA U.uuu R VR
CHE U.z247 luihs
BLK U,uuu Li:Qu
CHRE U.z24f Li:cud
BLK U.000 1104
S5uccess

Standard value (at sea level): u.d30 g/21UL

Cervitigation status: continued



invueE mu/iE-ii: dervification

Departiment OF Forensio Science

derial Humber: Jivedd Teat Number: 7i6
Test bate: fo 8377004 Teast Pime: Jliud B
Teghinician inltialis: DBH
Dry Gag Target: o..idd
Lot Number: 01? .

¥ auxg -y Exp Date: 053,017
HAYOMS LY 1 Pressure:
2 Check: Passed

Tank Preszsurs:

mzk
M‘
|_f~
’}3:.

Test g/2Llul Uime
IREWNE Fass 1i:ub
BLR .oy 1izub
CHA U,.149 LlLiue
BLK .uuy NN
CHE U.i4y Lliuu
Bl .Uy LLziy
CHEK W.lay LS
BLK U.uyu Ll:ls
success

standard value (AT sea Llevei): U,.l>yu dr4Liub

Cernificantion stavus: Continusad



b/

INTOE o/ lk-11F Cartinidation p&éﬁ

Departiieént or Fo
SEerlal Humiber: wideud
Tegt Date: LJU 5378044 e

Techniclan lnitials: UHH
Dry das rargen: o, de¥
Lot Mumber: Sdglidddyi-ig Bep Wate: Vi udisduin
v 37 pEi BAIOMETYLC Pressura; Jad mmHg
syatem Checl: Passed

Test g/l e
iFLAL Pras LLslo
BLK U.uuu LLt LT
CHR .07y 1147
BLK u.oou Litiy
CHR u,uvy ilshy
BLA U,uud Lidl
CHE U,d7y Lliz4
BLK U.uuu i1i1 43

SUCCcess
STANGALG Value {at sea lavaelr) i u.ougdy 48100

CeErTirlgation status: dontinued
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Intox BIFIE~10: Qartcirication

pepartment of Forensic SEionee
=eYial Number: dioegl Test Humber

L Fdia
Test Date! (i s4d7 5004 Pest Ulmer 4

de wl

TOOhNICian LNLTials: osH
LYY GAas dargec: o, ddy
LOT Number: dJi/Ligvesiiidi—us RER LUATE: b Uil s80in
TARNE Pressure; s/ pal HBAEOMATT 10 PYSSRUIE Fhy RunHg
BYECE Uneck: Passed

Test g/ LUk ENERE(T
LA Pass Llize
Bl.k u.uuu Lz
CHK U.uly Lizzd
BLR U.uuy ERVAS
CHRI U, ULy L1249
BLK U. LU LirslL
CHE U014 ll:3l
BlK U,.ouuu Ll:33
success

standard value (at sea lavel): U. U400 grs41lUL

- d

WMEFTITLIGaTIon pCATIED bBucd

o
41

i
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DEH
Intox BR/IR-I1: Accuracy Check g{ﬁﬁw

Departmant of Forensi

Serial Number: 010601 T

st Date: 1072372014 Tes
Dry Gas Target:

Ta Time: F1:37
4

297
Lot Number: AG4ZIZ01-072 Exp Date: 773172016
Tank Pressurs: 105 pai Harometrlo Pregssure: 7138 muAyg

System Check: Passed

Test q/210L Tiine
BLE 6.000 11:38
CHK 0.293 11:39
BLK 0.000 11:41
CHE 0.298 1i:41
BLK §.000 11:43
CHK 0.298 1i:44

-

Test Status: Success

Calibration CRC: 6577EBAM
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Intox BC/IR-I1: Accuracy Check j:ﬁ
Department of Forenslic Science
Serial Number: 010601 Test Number: 729
Test Date: 10/237°2014 Text Time: 1i1:47 EDT
Dry Gas Target: 0.099
Lot Number: AGF230501-34 Exp Date: 14073172014
Tank Pressure: 208 psi Barometric Pressure: 752 mmHAg

System Check: Passed

Teszt q/210L Time
BLK 0.000 11:48
CHY 0.100 11:48
BLK 0.000 11:50
CHE 0,100 11:51
BLK 0.000 11:52
CHE 0,100 11:53

Test Status: Success

Callbratlon CRC: &6577EBA4



IRETRUMENT, TERT,

HALL, DUMALL, ®

21250

G184601

10/01/2016

12:01 EDT
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IntoxNet MIS Report

Report Generated 23 Oct 2014 at 13:13

Test Results

W

Instrument Serial Number 010601

Test # 000721 Subiject Test
Test Location 1 Department of
Test Date 23 Oct 2014
Remote/l_ocal
Operator's Last Name HALL
Agency DFS Central Lab
Card Serial Number 121250
Subject's Last Name INSTRUMENT
Subject's Middle Initial
Driver's License Number
Driver's License State

Test Location 2 Forensic Science
Test Time 11:55

Local

Operator's First Name DONALD

Effective Date 10/01/2014

Subject's Date of Birth  08/00/0G00

Test Location 3
System Check Passed

Operator's Middie Initial B
License Number 21250
Expiration Date 10/01/2016
Subject's First Name TEST
Subject's Sex Male
Driver's License Expiration 00/00/0000
Court Name DFS

End Date 23 Oct 2014 End Time 12:03 Resuit Time 12:01 Result Date 23 Oct2014 Resuit 0.00
Data Type DIAG Sample Value Pass Sample Time 11:55
Data Type BLK Sample Value 0.000 Sample Time 11:56
Data Type CHK Sample Vatue 0.100 Sample Time 11:56
Data Type BLK Sample Value 0.000 Sample Time 171:58
Data Type SUBJ Sample Value 0.000 Sample Time 11:59
Data Type BLK Sample Value 0.000 Sample Time 12:00
Bata Type SUBJ Sample Value 0.000 Sample Time 12:01
Data Type BLK Sample Value 0.000 Sample Time 12:02

Standard Type Dry Gas Sid
Standard Lot Number AGZ230501-34
Tank Pressure 203
Blow Sample Number 1 Blow Duration 3.70 sec
Blow Sample Number 2 Blow Duration 3.98 sec
Tamper Evident Stamp 22341123
Test Status Success

Standard Value 0.099
Standard Expiration Date 10/31/2014
Barometric Pressure 752 mmHg
Blow Volume 1994 cc End-of-Blow Time 11:59
Blow Volume 2143 cc End-of-Blow Time 12:01
Test Status Code 0
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